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Bicod primed infant circuit and noticed air in [Pall] ALF (AL 3). De-aired but
mare air kept appearing. Spent several minutes de-airing successfully only for

‘mare air to appear. Bubble alarm [proximal to the ALF] was not gaing off s0

‘assumed ALF was responsible. Asked colleague to look, with the same result.
Ended up changing out ALF during blood prime

? Crack in seal of ALF

Changed out ALF - returned device to supplier for analysis
nfa
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